[A simple water bag system for mammosonography].
A simple system for ultrasonic mammasonography in the suspended position is reported. The breast is immersed in a polyethylene bag filled with water at 38 degrees C. The scan is made using a hand-guided real-time probe. The quality of the image is equal to that obtained using more expensive systems.